A microcomputer-based drop counter.
A microcomputer-based drop counter is described that allows the accurate measurement of fluid flows up to about 5 ml/min. Detailed construction information is included. Unlike most previously described drop counters, it displays flow directly in ml/min and calculates a confidence limit for the measurement.